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Abstract  
Kenneth Jacobs, Development of a Diffraction Imaging Flow Cytometer for Study of Biological 

Cells (Under the direction of Dr. Xin-Hua Hu) Department of Physics, April 2010  

 

Visible light interacts with biological cells primarily through elastic scattering. With coherent 

excitation the scattered light is coherent as well and contains much information about the cells 

morphology but with the notable difficulty of interpreting the complex diffraction pattern. One 

option is to develop by experimentation a library of diffraction image patterns with each pattern 

associated with some cell characteristic and without attempting a physical interpretation. To achieve 

this goal for rapid analysis of a large cell population, we have designed and built a diffraction 

imaging flow cytometer with the ability to efficiently acquire high-contrast diffraction images from 

individual flowing cells. A series of experimental and modeling studies have been carried out to 

build this instrument including fabrication of square microchannels with optical surfaces, a three 

fluid focusing chamber, and optical isolation of target particles. Diffraction images were acquired of 

six cell lines: the Jurkat cells, the Tramp C1 cells, the NALM -6 cells, the U937 cells, the B16F10 

mouse melanoma cells, and the MCF-7 cells. From these preliminary image sets both the potential 

and the problems are apparent. Cell line images are clearly differentiable among the different cell 

lines in aggregate but the intra cell line variability in certain cell lines, such as the Jurkat and NALM-

6 cell, may be too great for discrimination. The experiments of fluidics and chamber construction 

performed so far clearly indicate that the intra cell line variability can be reduced and therefore 

demonstrate the significant potential of the new imaging flow cytometer method to discriminate cells 

from diffraction images. 
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Chapter 1  Introduction 

In this chapter we will provide a brief review of flow cytometry related to the study of cell 

optics followed by a description of dissertation organization.   

 

§1.1   Historical development of flow cytometry 

Study of living biological cells often requires measurements on a large population to generate 

statistically significant results. In the late 1940s automated measurement and analysis of large 

numbers of cells was first attempted with the Coulter counter in which blood cells were passed 

through a capillary between intercepting electrodes [Coulter 1949].  This allows cell sizing and 

counting since the impedance depends on cell volume. By the early 1950s the principle of 

hydrodynamic focusing was applied to facilitate liquid flow and optical measurement [Crosland-

Taylor 1953]. In the 1950s another approach has been investigated in which multiple cells on a 

glass slide were interrogated with a microscopic spectrophotometer at UV wavelengths and 

served as a precursor to fluorescence detection of cells in liquid flow stream. Later an effort was 

made to automate discernment between cells based on their nuclear size and index of refraction 

as biomarkers for cell malignancy [Shapiro 1985]. Further efforts, accompanying the advent of 

rapid computing, were undertaken to process cell data of large sample populations.  Also at this 

time fluorescence stain of acridine orange (AO) was first used to generate and quantify cell RNA 

concentration [Armstrong 1956].  By the late 1960s an attempt was underway use a laser 

scanning microscopy method to automatically extract cellular features, such as cell and nuclear 

size and texture using pattern recognition analysis of the acquired images. Vibrating mirrors 

were used to scan a laser beam over the cells on a slide in the object plane of a microscope [Stein 
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1969]. Specifically, features extracted were cell and nuclear size, basophilia and fine structure 

based on the image texture due to the dye concentration variation. This method is also capable of 

extracting image patterns related to the intracellular variation in refractive index. In these 

capacities, a laser scanning cytometer often takes two minutes or more to scan and analyze one 

cell [Shapiro 1971]. Another approach that proved more practical for analyzing large cell 

population was the flow cytometer which capitalized on the correlation of 260nm excited 

fluorescence with pulse height of forward light scatter signals to differentiate between leucocytes 

[Melamed1990]. By the early 1970s researchers in the Los Alamos National Laboratory had 

applied the ink jet principle to cell sorting by charging droplets, each containing a cell, which are 

steered electrostatically into containers based on results of optical interrogation [Hulett 1969].  

For the remainder of the last century, major development was witnessed toward multiply 

stained cells being interrogated sequentially by several laser beams of different wavelengths for 

excitation of different fluorescence signals [Curbello 1976]. Thus a combination of fluorescence 

detection at different wavelengths of excitation and emission targeting different proteins inside a 

cell generates multiple measured signals. These in turn are processed by software that identifies 

significant combinations of those molecular distributions related to the fluorescence signals. All 

the signals are integrated over an angular range with point detectors, with a speed of data 

acquisition and processing much faster than the cases of imaging microscopes, but carry very 

limited morphology information about the cells.  

Image acquisition (as compared to integrated light detection) for analysis of interrogated cells 

has been investigated and commercialized [Ong 1987, Aptowicz 2005, Ortyn 2007]. High speed 

cameras and electronic tracking (time delay integration) enable image capture of fast moving 

cells with no motion blurring. Coupled with advanced flow chamber designed for high flow 
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stability this new flow cytometer method with an imaging approach acquires more information 

than the non-imaging detector systems of the past. Limited feature extraction algorithms have 

been developed to process these images [Genter 1979].  Other configurations of light detection 

have been developed, such as acquiring coherent scatter signals in the time domain. This 

generates angle-resolved measurement of light scatters instead of just the forward and side 

scatters [Maltsev 2000]. 

 

§1.2 Overview of cell optics study 

Despite the many developments discussed above and the potential to classify cells based on 

their morphology, imaging of coherently scattered light signals from flowing cells and useful 

interpretation of the gathered data remain challenging subjects. Microscopy and current imaging 

flow cytometry study of biological cells seeks to determine shape, position, and composition of 

intracellular components through spatially resolved detection of light signals. This 

morphological information finds its optical basis in the spatial distribution of complex refractive 

index, with its imaginary part related to absorption, and fluorescence as functions of wavelength 

and polarization of the illuminating light. In cases where absorption and fluorescence are 

negligible, it is the mismatch in real refractive index that leads to scattered light as dominant 

signals and can be used to extract 3D morphological information if a coherent imaging method 

can be developed. Bright field and dark field microscopy exhibit morphology through utilization 

of absorption based contrast whereas phase contrast microscopy produces image contrast based 

on index mismatch induced phase difference. For most animal cells, the contrasts of these 

noncoherent imaging modalities of bright field and dark field microscopy are often insufficient 

for detailed structural investigations. Various dyes will lend absorptivity or fluorescence to cell 
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components, increasing significantly the image contrast of otherwise barely visible cellular 

structures under noncoherent illumination, but are invasive.  

Different from conventional microscopy described above, confocal microscopy illuminates a 

sample with a tightly focused light and then blocks out all emitted light except that from the 

focal point in its detector. By scanning the focal point of the incident beam within the object 

plane, the produced 2D imaging can thus have a very small focal depth. A stack of the 2D image 

slices can be obtained by translating the sample in the direction perpendicular to the object plane 

which altogether yields the 3D structural information of an imaged cell.  However, this method 

needs considerable time to develop the image stack and extracted image. In digital holographic 

microscopy, the interference between scattered light from a sample and a coherent reference light 

is detected, yielding the 3D structure if holograms are acquired at multiple angles by rotating the 

sample relative to the incident beam [Cheong 2009]. But this approach requires time-consuming 

acquisition of multiple images as well and computing intensive processing for 3D reconstruction.  

Thus it remains a challenging and attractive research topic to develop rapid method based on 

elastic light scattering to classify cell based on their 3D morphology. It was once considered that 

just a few point detectors placed at several angles of scattering would provide sufficient 

information equivalent to that from a complete angle-resolved measurement of scatter [Salzman 

1990]. However recent theoretical and experimental studies of clustered cells have shown that 

angle-resolved measurement of light scatter can provide much more information related to the 

cell morphology [Lu 2005, Brock 2006]. Other researches have shown that correlation exists 

between  forward, side, and angle resolved scatter and  cell size [Steen 1985], nuclear size 

[Genter 1979], organelle membrane smoothness [Wilson 2005], mitochondria swelling [Wilson 
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2005], mitochondria distribution [Su 2009] and  intracellular distributions of refractive index 

[Drezek 1999, Lu 2005, Brock 2005, Brock 2006, Ding 2007]. 

To be able to image large numbers of cells, they must pass through a predetermined focal 

point relative to a microscope objective rapidly. Although this presents technical challenges, 

rapid, label-free, noninvasive analysis of large numbers of biological cells could be very useful. 

Rapidly moving cells means the imaging time must be short, requiring exposure times of 10
-4
 

to10
-6

 seconds to reduce motion blurring. If side scatter is to be measured then irradiance at 

microscope input is diminished by up to 10
-4

 over the irradiance of forward light scatter. 

Therefore a sensitive light detector such as photomultiplier tube (PMT) is often used, integrating 

the scattered signal over a large solid angle so forward and side scatter information takes the 

form of a single pulse signal from each direction.  The forward scatter (FS) signal irradiance 

depends on cell size while the side scatter (SS) signal irradiance can relate to cell granularity or 

gradient of intracellular refractive index. In the measurement scheme of signal integration over a 

solid angle, the fluorescence signals of stained cells are much more useful to detect conditions of 

intracellular components since they are proportional to the number of fluorophore attached to a 

targeted component. An improvement over the measurement of forward and side scatter is to 

place an array of PMT detectors in a ring around the illuminated cell, resulting in many scattered 

signal pulses at different scattering angles in the scattering plane. Thus more angular information 

is obtained than with two (perpendicular) PMT detectors but less than an image would provide.  

A step further is to generate from streaming biological cells an image of scattered light in an 

angular range. That is the objective of this dissertation study. It entails three main difficulties. 

One is positioning cells accurately at the desired focal volume at low flow speed. The second is 

to generate high contrast diffraction images with minimal scattered light background due to the 
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optical interfaces around the flowing particles. And the third is to develop automated image 

analysis software based on certain pattern recognition algorithms for rapid cell classifications 

without need for computing-intensive optical modeling as an inverse scattering problem. This 

dissertation is aimed to solve the problems related to the first two difficulties and yield sufficient 

diffraction image data of different biological cells that can be used in future research to solve the 

last problem.  

 

§1.3 Organization of dissertation 

Chapter 2 deals with the theoretical and experimental consideration underlying the design of 

flow cytometers for particle positioning through fluid dynamics and image acquisition. Chapter 3 

describes in detail various designs of flow cytometers developed and tested during this 

dissertation research and related results of fabrication processes and performance. These 

cytometers have the capability of producing laminar flow consisting of core and sheath fluids 

enclosed in a microchannel flow chamber. Chapter 4 describes a more successful submerged jet 

design concept of the flow chamber and validation results with polystyrene microspheres. The 

submerged jet design employs a water filled flow chamber into which the sheath and core fluids 

are coaxially jetted to position the flowing cells by the core fluid and permit a background free 

environment for diffraction imaging. Chapter 5 presents results with spheres and biological cells 

and possible classification of some cell characteristics. Chapter 6 summarizes this dissertation 

research with a discussion on future development plans. 
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Chapter 2  Background 

This chapter will discuss the theoretical and experimental development in fluidics, optics, 

and data analysis related to the diffraction imaging flow cytometer developed through this 

dissertation study. 

 

§2.1 The principle of flow cytometry 

In a typical flow cytometer individual cells pass through an illumination zone in single file, 

usually at a rate  up to 5000 cells per second, and appropriate detectors measure scattered and 

fluorescence light signals in the form of pulsed signals [Shapiro, Melamed]. Pulse magnitudes 

are then sorted by a multichannel analyzer, permitting the display of histograms of the number of 

cells having a specific pulse height versus the values of height. The utility of the histogram data 

is in quantifying statistically some cell characteristic versus its prevalence in the sample 

[Maddox 1994]. Additionally the angular dependence of scattered signal provides further 

information on the structure of the cells. Appropriate fluorophores may be added to the cell 

suspension to bind to particular molecules such as DNA, RNA, or proteins for determination of 

their concentrations or conditions. Other fluorescence reagents can be used to probe various 

biochemical processes which include fluorogenic substrates showing distributions in enzymatic 

activity; compounds for changing their property as a function of pH; or antibodies tagged with a 

fluorescent probe [Davey 1996]. The histograms may be presented as multivariate data sets with, 

for example, scattering versus fluorescence from both a DNA stain and a protein stain. Thus 

conclusions can be obtained about the distribution of several properties among the cells in the 

population as a whole.  
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There are three main components in a flow cytometer: a fluidic means to bring a cell 

suspension into a fast moving fluid column that is ideally only one cell wide; an optical system 

to provide one or more light beams for excitation of the flowing cells and detect the scattered 

and/or fluorescence light signals; and a data analysis module to interpret data for cell 

classification and sorting if needed. The flow cytometer developed in this study requires several 

improvements over state-of-the-art instruments. One is that speed of cells needs to be several 

orders of magnitude slower to reduce motion blurring in image data while maintaining a stable 

stream of laminar flow. Secondly sample flow must be either further than usual from the nearest 

optically interfering surfaces or else a method of refractive index matching implemented to 

prevent undesired scattered light as imaging  noise. The light collection optics must be 

configured to allow easy transition from system alignment under non coherent illumination to 

data acquisition under coherent illumination for diffraction imaging. The information available 

or encoded in the particlesô scattered light must appear at the detector in an undistorted or at least 

consistent mapping and then the detector must be sufficiently sensitive and fast. And finally the 

utility of the diffraction image depends upon correlating image with cell morphology. 

A number of these technical requirements have been investigated previously [Seger 1977, 

Genter 1979, Stovel 1978, Pinkel 1982] but for our research purpose integrating these 

components for study of diffraction imaging remains a significant challenge. Several examples 

can be mentioned: hydrodynamic focusing with particle velocities less than 20mm/s have been 

accomplished using an integrated reservoir and flow cell [Ludlow 1978]; quartz flow chambers 

having a microchannel with optically flat surfaces, inside and outside, have given relatively good 

image data from scattered signals received by a light intensified CCD camera [Neukammer 

2003]. The rapidly developing field of microfluidics has enabled flow cytometry functions to be 
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performed on a disposable device complete with all fluidics. For example the excitation light 

beam can be brought in through chip-integrated waveguides, the small angle scatter can be 

detected with several other waveguides, and side scatter detected by a viewing microscope 

[Kummrow 2009].  Camera technology, using time delay integration or an intensified ICCD, has 

advanced to enable either high speed image capture or low light level with long exposure time 

[Ortyn 2007]. We will consider each of the discussed design challenges in this chapter followed 

with our solutions in Chapters 3 and 4, and results in Chapters 5. 

 

§2.2 Fluid dynamics of flow cytometry 

The purpose of maintaining a laminar flow condition in a flow cytometer is to force the 

particles without clogging into a single file motion for optical interrogation.  Furthermore they 

must move at sufficiently high speed for high throughput to a few thousand cells per second. The 

positioning of the particle at interrogation point needs to be accurate in all three spatial 

dimensions with an error desirably less than 50m. This last requirement is particularly critical 

for this study since an image is to be acquired. In addition, and unlike integrated light 

measurements or non-coherent imaging, it is not acceptable to have index-mismatched interfaces 

near the imaged particle. This is because the information to be extracted from diffraction image 

data only relates to coherently scattered light from the illuminated cell and light scatters from 

extracellular interfaces comprise to noise which can be very strong if the curvatures of the 

interfaces are large.  

A flow is either turbulent or laminar. A particle suspension injected into a turbulent flow will 

diffuse progressively in complex streamlines and eventually lead to an even distribution of the 

particles over the entire volume of flow. By comparison a laminar  flow is characterized by non-

http://www.citeulike.org/user/ImranRaoufMalik/author/Kummrow:A
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mixing of streamlines such that in a long tube, in which laminar flow has been established, a thin 

line of particle carrying flow, which I term flow stream, will remain stable without mixing. As 

the flow speed or tube dimensions increase or as viscosity decreases the tendency toward 

turbulent flow increases. The transition is characterized by the Reynolds number Re defined as 

 Re
d u d u

. (2.1) 

in which d is the characteristic size of the channel,  is fluidôs density,  is dynamic viscosity, 

 is kinematic viscosity, and u is flow speed.  When the dimensionless Reynolds number 

Re falls below a critical value of about 2300 the flow will remain laminar since the viscous 

forces, proportional to u)/d
2
,  will dominate the inertial forces proportional to u

2 
)/d. 

 According to the potential flow theory [Pnueli 1992] the flow velocity vector field u can 

be described by streamlines which are orthogonal to equipotential lines. The scalar velocity 

potential is defined by u = x since the curl of a gradient is zero for a laminar flow. For  

incompressible flow,  x*u = 0 and so the scalar potential  must also satisfy Laplaceôs equation, 

x
 2 

 Thus, an accelerating, incompressible fluid flow inside a nozzle, as shown in Fig. 2-4,  

can be represented by a set of focused streamlines perpendicular to the equipotential surfaces. 

Letôs consider  two cross sections  in a tube with  area  Ai and pressure pi of same height with i=1 

and 2. The conservation laws of mass and energy give, respectively,  

 

1 1 2 2

2 2

1 1 2 2
2

u A u A

p Au A u
 (2.2) 

with the second equation also known as Bernoulliôs equation without the gravity terms. 
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 To consider momentum conservation we need to imagine a small cube of fluid with 

dimensions of x, y, z, and with six outward surface normals denoted by the unit vectors of 

2i, 2j , 2k [Pnueli 1992]. Newtonôs second law for the cube can be written as 

 ma G S (2.3) 

where G is the  body mass force and S is the total contact force on its respective surfaces. The 

stress on any surface will be represented by Tij in which the first subscript i denotes which of the 

six surfaces is acted upon by corresponding stress vector, and j indicates its component direction. 

Thus a force acting on the surface of normal i is given by 

 
x x

xx xy xz

y z

T T T y z

F T

i j k
 (2.4) 

In this case Txx is the normal stress component along the surface normal direction and the other 

two stress components are shear forces in y and z directions. The sum of all forces in the x 

direction due to all six surfaces will be 

 
x xx xx yx yx zx zxx x x y y z z zy

S T T y z T T x z T T x y (2.5) 

Here the first subscript indicates the normal direction of the surface a force acts upon and the 

second subscript indicates the component of that force. The subscript following the vertical bar 

indicates the surface (position) in question, for example the [x] and [x + x] positions are 

opposite each other and normal to x axis. From equation (2.3), and concerning only a general 

body force per unit mass, gx, acting on the cube, 

 
x x

x x

G g x y z

ma a x y z
 (2.6) 
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Combining surface and body forces in the x direction in the limit as xĄ0, Ą0, zĄ0 gives 

the x components of forces and rate of momentum change as 

 
yxxx zx

x x

TT T
a g

x y z
 (2.7) 

Similar equations can be written for the other two components of the acceleration. 

2.2.1 Poiseuille flow 

The velocity distribution in a simple confined flow of an incompressible fluid of dynamic 

viscosity , is schematically shown in Fig. 2-1 [Pnueli 1992]. Here we consider the case of 

laminar flow streaming in the positive y direction under 

uniform pressure gradient, P/ y, through a straight 

channel of radius R with a fluid speed profile given by 

u(r). The channel is considered cylindrically symmetric 

without obstructions and sufficiently long that dynamic 

equilibrium has been reached. Equilibrium in the speed 

profile is reached after the tube length exceeds 

R(0.058)(Re)  where Re is Reynolds number [Schiller 

1922].  Consider a cylindrical fluid element of length L 

and radius r and centered in the stream as in Fig. 2-1. 

The longitudinal pressure difference, PL, between top 

and bottom surfaces, ignoring gravity, is therefore  

 
L

P
P L

y
 (2.8) 

Fig. 2-1 Simple Poiseuille flow in 

cylinder of radius R moving in the +y 

direction with speed u(r). A fluid 

element of radius r and length L 

experiences shear force  ïTry. 
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so the net force  resulting from the differential pressure is 

 2 2

P L

P
F P r L r

y
 (2.9) 

with P/ y  negative since pressure decreases as y increases. This force is opposed by a shear 

force of -Try(2 r L), which is the viscous drag on the cylinder. Equating these two forces yields 

 
2

ry

P r
T

y
 (2.10) 

 and using Newtonôs law of viscous flow gives 

 
2

du P r

dr y
 (2.11)

 

Subject to the speed boundary condition at channel wall of u(R) =0, the above equation can be 

solved to find  

 

22

( ) 1
4

P R r
u r

y R
 (2.12) 

Therefore laminar flow through a circular channel has a parabolic speed profile starting from 

zero at walls and reaching the maximum speed 

2

max
2

4

P R
u u

y
  at the center with 

curvature inversely proportional to viscosity. The maximum speed, at center, is twice the average 

speed Ȋ, and this profile characterizes what is called Poiseuille flow [Pnueli 1992]. 
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Two phase Poiseuille flow 

Next consider a two fluid, coaxial, steady state, 

laminar flow as shown in Fig. 2-2 in which the outer 

sheath fluid has a viscosity of Sh = k , k is core to 

sheath viscosity ratio, and the  water core has  as its 

viscosity. The absolute value of the water viscosity  

is 1.0 centipoise or the dynamic viscosity is 

0.001 stokes. Assume the two liquids are in laminar 

flow and do not mix such that velocities at their 

interface can be considered equal. The volume flow 

ratios of core flow Qc to sheath flow Qsh depends on 

the ratios of their respective radial dimensions rc and 

rsh. We seek to express the radius ratio 
c

sh

r
w

r
 as a 

function of flow rate ratio
c

sh

Q
z

Q
.  

Using Sh k core= k , the sheath speed from Eq.( 2.12) will be 

 

22

( ) 1
4

sh

R p r
u r

k y R
. (2.13) 

Integrating this speed over a region from rc to R  gives the total sheath volume flow rate as 

 

2 44

1 2
8

c c
sh

r rR p
Q

k y R R
 (2.14) 

Fig. 2-2 Flow of two dissimilar coaxial 

fluids with the outer fluid of higher 

viscosity. Core fluid has speed uc and 

viscosity c and sheath ush and viscosity 

sh. 
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To determine the flow rate of the core assume ( ) ( )sh c c cu r u r  which means the differential 

speed at the interface between core and sheath is zero. Core speed will be of the form 

 

22 2

( ) 1
4 4

c c
c c sh c

r rp R p
u r C u r

y k y R
 (2.15) 

with C as an integration constant. Calculating the speed at the fluids interface from the sheath 

speed at that point and solving for C  

 

 

22 2
1 1

( )
4 4

c
c

rp r p R k
u r

y y k k R
. (2.16) 

Total core volume flow, QC, is obtained by integrating the speed over cross-sectional area from r 

= 0 to r = rc  

 
0

2 ( )
cr r

c

r

Q r u r dr  (2.17) 

which provides   

2 44

2 2 1 1
8

c c
c

r rR p
Q k

k y R R
.      (2.18) 

The flow rate ratio can now be determined as a function of radius ratio as 

 

2 44

2 44

2 2 1 1
8

1 2
8

c c

c

sh c c

r rR p
k

k y R RQ
z

Q r rR p

k y R R

. (2.19) 
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The inverted function is more useful, giving core radius as a function of core-sheath flow rate 

ratio z  

             

1 1 3

3 3

cr z z kz
w

R k z
.     (2.20)   

   

 

 

 

 

 

 

 

 

 

 

Fig. 2-3 plots core radius as a function of flow ratio for viscosity values of k from 0.2 to 6.0, 

showing that as sheath relative viscosity increases the core is reduced in diameter and increased 

in speed.  The maximum k value of six is chosen because it is the viscosity of a selected water-

glycerol mixed liquid used for sheath fluid in this study. The use of this liquid allows the match 

of its refractive index to that  of the PDMS made flow chamber wall, which greatly reduce  light 

scattering at the interface. Eq. (2.20) and data in Fig. 2-3 can enable one to estimate the resultant 

Fig. 2-3 Predicted core radius (normalized to channel radius) versus flow ratio at 

different values of relative viscosity k.  
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core diameter from the values of viscosity and flow rate ratio.  This diameter must be 

comparable to diameter of particles being confined by hydrodynamic focusing. Notice that for 

higher sheath viscosity the core will become smaller and hence propelled at higher flow speeds. 

Flow profile in short or tapered pipes: plug flow 

Poiseuille flow in a channel is the steady state result only after flow profiles have reached 

dynamic equilibrium. If the speed profile is square shaped at the entrance of a tube, then the 

parabolic profile will only develop progressively after a distance of R(0.058)Re [Schiller 1922].  

However, it has been shown that the velocity profile in a tube is highly sensitive to convergence 

of the tubes diameter, such that as little as .001 radius to length ratio results in marked flattening 

of the parabolic shape [Prandtl 1934]. The nozzles used in this study are of dimensions such that 

the flow completes transitions from square to parabolic velocity profiles for lower flow speed 

values used but remains square for higher flow speeds. 

2.2.2 Hydrodynamic focusing and jets  

Consider two fluids A and B with flow rates of QC and QSh, respectively, undergoing 

acceleration by being coaxially injected into a converging tube C, as shown in Fig. 2-4. If the 

convergent tube is conical then, because fluid is incompressible, velocity as a function of 

distance s from its convergence point (apex) will be 

 
2

2 (1 cos )

Q
v s

s
 (2.21) 

where Q=QSh+QC  is the total  flow rate and  is the cones half angle. The acceleration of the 

fluid elements as a function of distance towards apex is [Van Dilla 2000] 
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2
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2

2 1 cos

dv Q
a

dt s
 (2.22) 

The velocity gradient will be

 

 

 
3

1 cos

dv Q

ds s
 (2.23)  

Typical values used in our study of flow  

nozzles are the outside tube diameter of  8mm 

and inner tube  diameter of  80 um with a 

convergence distance of 10mm and flow rate 

of QSh= 1 uL/s and QC = 0.03 uL/s. From 

these values the highest acceleration near the 

apex will be about 500m/s
2
. The velocity 

gradient at the same location will be 

(0.04m/s)/m at a position about 20 um inside the nozzles peak acceleration range. Stretching of 

cells due to velocity gradient therefore will be negligible in above example, which is typical for 

flow conditions in this study.  Velocity inside nozzle exit will be less than 50 mm/s. These values 

are 100 to 1000 times less, than those of typical flow cytometers because of constraints for low 

flow speeds to allow blur-free image acquisition. 

Submerged jet calculation 

The theoretical behavior of a submerged laminar jet of a viscous, incompressible fluid has 

been worked out by Schlichting [1951]. It is based on the simplifying assumption that the jet 

originates from a point source with infinite speed. If the point of origin of the infinite flow is set 

Fig. 2-4 Acceleration of 

sample particles by 

sheath in convergence 

zone of radius s as 

measured from apex C. 

Core fluid A is 

accelerated by sheath 

fluid B. 
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inside the actual nozzle upstream a distance y
o

 from the exit, then experimental agreement with 

the model can be realized. The value of y
o
 has been determined empirically as y

o 
= 0.216(Re)(a) 

in which  Re is Reynolds number and a is nozzle radius [Andrade 1937] 

In this case the jet speed u as a function of axial travel y
ô
= y

o 
+ y and radial distance, r, off of 

the y axis is given by 

 

2
2

1
,

1 ( )
u y r A

B r
 (2.24) 

where 

 

3

8

J
A

y  (2.25)

 

 
2 2

3

64 ( )

J
B

y . (2.26)

 

For the above equations, J is the jet momentum transfer per unit time through a plane 

perpendicular to the y axis,  is density in g/mL
3
 and  is kinetic viscosity in Stokes. This model 

which has good agreement except very close to the nozzle, considers that momentum is 

conserved between primary and entrained jets. 

If the origin, defined as the location with  u , of the jet is assigned to a point y
o
 upstream 

from the actual jet exit, as presented in Fig. 2-5, then some theoretical speed flow lines are 

eliminated as nonphysical due to their interference with the nozzle wall. The first flow line which 

intersects the top edge of the physical nozzle becomes the first real flow line. At this point all 

moving fluid will have its origin as the jetting fluid.     
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However, as can be seen in Fig. 2-5 the jet slows in an inverse ratio to its travel distance 

along the y axis and progressively drags more of the surrounding static fluid along its path. The 

original jetting fluid is primary jet and surrounding 

accelerated fluid is entrained jet. In this model momentum 

is considered conserved within the primary and entrained 

jets, which agrees well with experimental observation 

except the part of flow very close to nozzle exit. For a 

given volume flow rate Q at input the momentum transfer 

rate Js at the nozzle exit will be 

2
2 2

2
(Re)

S

Q
J

a  (2.27)
 

In this case the Reynolds number, Re = Ȋ(a/), indicates  

the ratio between dynamic and viscous forces in a fluid. 

The average speed is Ȋ, a  is a characteristic dimension of 

the pipe, and  is kinetic viscosity. JS is the momentum calculated if flow profile at nozzle is 

assumed to be of a square velocity profile, which becomes JP = 4/3 R
2
 for a parabolic velocity 

profile. Nozzle shape and length determine whether velocity profile is square or parabolic which 

in turn affects the velocity profile downstream from the nozzle exit.  

It follows therefore that some of the downstream jet is derived from the surrounding static 

fluid. So there will be two jetting fluids; primary, A (from injector tube), and entrained, C; and 

two diameters with d as the diameter of the primary fluid jet and dô as diameter of both A and C; 

describing the stream as in Fig. 2-6.  If the primary fluid is dyed or of different refractive index 

from static fluid, then its interface will be visible and its diameter d can be measured. 

Fig. 2-5 Schematic of flow lines for 

submerged jet of radius r exiting 

nozzle at y = 0 upward into a static 

fluid fi lled chamber. At point A,    y = 

-y
o
 and uy = infinity. Two diameters 

characterize jet: d is of primary fluid 

and D is primary plus entrained static 

fluid. 
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Furthermore, if the flow is sufficiently fast, then the interface can become visible because of the 

density fluctuation between static and moving fluids so dôcan be measured. 

 

 

 

 

 

 

 

 

 

 

The transfer of momentum from jet to surrounding chamber fluid causes the maximum speed 

to diminish inversely withy .  Therefore, the flow rate Q of primary fluid remains constant 

while its momentum decreases although the collective momentum transfer J across a 

perpendicular plane of all fluids remains constant. We seek the flow speed profile as a function 

of y, Q, dô or d and also the core fluid diameter. This enables us to obtain knowledge about the 

particles speed and its confinement within both the microscope objectives depth of field and also 

within its field of view (FOV). 

  

Fig. 2-6 Recirculation flow lines for 

jet into a static chamber having a 

single exit orifice. A is primary jet 

fluid of diameter d. C is entrained 

fluid. The combination of A and C is 

of a larger diameter dô. B serves a 

sheath fluid to confine jet. 

Primary fluid jet silhouette at different flow rates, 80 um nozzle

Edge of primary jet, cm from center
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Fig. 2-7 Theoretical plot of primary submerged jet silhouettes 

(showing just right half side of jet) at different flow rates 

calculated from Eq. (2.29) and using an m nozzle. 
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Because the flow concerned here is laminar, the total original flow Q can be related to speed 

profile u(r) as discussed before. So it is possible to calculate diameter d as a function of y  from 

Eq. (2.20) 

 
/ 2

20

1
2 ( ) 1

1 / 2

r d

r

A
Q r u r dr

B B d
 (2.28) 

or 

 
2

1
2

A
d

AB QB B  (2.29) 

Fig. 2-6 shows the various sources of flow in the flow chamber and their interactions. Sheath 

input at B will focus jet at the chambers exit nozzle by competing with nozzle primary flow A 

for cross section. The streamlines for the primary flow are graphed for typical values in Fig. 2-7 

using Eq. (2.29). At very low velocities, such as the cases concerned in this study, the jet 

expands rapidly upon entering the static environment.  

2.2.3 Review of experimental study of flow chamber fluidics 

The theoretical considerations discussed in the previous sections can be used to guide the 

experimental design and development of flow chambers used for flow cytometry. However, for 

the most part the theory has followed, not preceded, the technological advances. This is because 

governing equations for a submerged, two phase jet require knowledge of the position of 

interface between each laminar flow phase [Richards 1994]. Different approximations have been 

studied and solutions must be obtained numerically. Also accurate measurement of complete 

flow field speed, position, and direction is difficult. To my knowledge there is no theoretical 

analysis for a two phase jet injected into static chamber and exiting through nozzle. 
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Therefore most development efforts on flow chambers have 

been a mixture of theoretical modeling and empirical results. 

Fig. 2-9 shows some of the major changes in flow chamber 

design and appear almost identical though in performance there 

are important differences. Fig. 2-9A is the most common and 

simple design in which the core flow stream undergoes  rapid 

acceleration in nozzle with associated streamlines  as depicted 

in the uppermost section of Fig. 2-8. It is possible for core flow 

stream to change so rapidly at the injector tip that instabilities 

result. Referring to Fig. 2-9A after focusing by the nozzle the 

combined streams of sheath and core exit through an orifice 

with the core confined to a diameter of a little over that of 

single particles. Optical scattering occurs at the air-fluid 

interface which means no optical surfaces interfere but the flow 

stream itself is a cylindrical lens, requiring an obscuration bar in the laser plane.  

In Fig. 2-9B a focused stream remains encased in a square flow channel with flat inner and 

outer walls. Thus the excitation beam and subsequent scatter do not undergo distortions due to 

large-angle scattering, except specular reflections, as in the case of a cylindrical stream in air. 

However, sorting particles is more difficult, and channel walls can still cause reflections since 

the flow cell is quartz. These reflections are tolerable for angularly integrating detectors but a 

larger problem for imaging detection. 

Fig. 2-9C is a design described in [Mullaney 1969]. The nearby channel walls at 

interrogation point have been eliminated. Instead the focused sheath-sample combined stream is 

Fig. 2-8 Streamlines resulting 

from various tube, nozzle, and 

orifice configurations. At the top, 

flow lines are focused down and 

the speed is increased. In middle 

section the stream expands and at 

bottom of diagram the exit vortex 

focuses further.  
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jetted into a chamber filled with static fluid and then the jet continues on to a small exit orifice. 

Since the chamber walls are several millimeters from excitation beam and flat, scattering near 

the flowing particles is eliminated. This comes at a price. The focused jet passing into chamber 

becomes defocused by friction and momentum exchange with surrounding fluid. This expansion 

of streamlines as shown in the middle section of Fig. 2-8 reduces positional accuracy of the 

flowing particles. The expansion increases with slower flow and results in imaged particles being 

randomly positioned relative to the objectiveôs focal plane and field-of-view. For imaging 

detection, as opposed to integrating detection, this can be a major problem. However, there is a 

second focusing involved in this design generated by the exit nozzle. The bottom part of Fig. 2-8 

illustrates that vortex focusing not only reduces stream diameter but anchors it from drift which  

occurs as a result of the large gap between entrance and exit. Most importantly the vortex 

focusing can be used to further contract the core stream even smaller than the diameter achieved 

by focus nozzle. 

The latter was the concept of Fig. 2-9D, [Crosland-Taylor 1953]. It is a variation of 2-9C and 

involves two significant differences. Instead of a cone shaped nozzle, the sheath focuses by 

surrounding core in the non-confined chamber, so that acceleration of core flow stream takes 

place by momentum exchange but not by pressure (since nozzle walls are absent). This results in 

a milder focus but there are no optically interfering nozzle walls that stands out as an advantage. 

The second significant difference is placement of particle interrogation point closer to exit tube. 

This reaps a benefit of increased focus of the core flow stream. However the designôs, limitation 

is in the reflecting surface of the exit nozzle. Through experiment, we found that the closest 

distance of the interrogation point from the exit tube without light interference is several hundred 

micrometers from the tube. 
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Schuette modified the design of Mullaney et al. by adding a second sheath injected into 

chamber, as shown in Fig. 9E [Schuette 1984]. The result is more fluid leaving exit tube, 

compressing and accelerating core to a smaller diameter and doing so at a position further from 

Fig. 2-9 Progression of flow cell designs over several decades. In each picture laser excitation enters flow cell 

from left side in diagrams and scatters light off a focused particle stream entering from above, with sample 

stream injected by the smaller tube.  Diagram A is sample core injected by ~200um needle into accelerating 

sheath flow field, passed through ~ 80um orifice into air for laser excitation. In B the combined streams remain 

inside a channel, usually quartz, of square cross section for excitation and viewing. In C the combined and 

focused streams are jetted into a larger, ported and fluid filled chamber and, after excitation, stream leaves 

through small orifice. E is the same as D except a third sheath fluid is injected into viewing chamber with all 

three fluids exiting though exit orifice. F is two cascaded focus nozzles. 
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exit surfaces. This is termed as the three fluid hydrodynamic focusing or cascaded focusing. This 

variation was applied in a microfluidic chip design displayed in Fig. 9F [Kummrow 2009]. The 

advantage of cascaded focusing concerns flow instabilities resulting from too high of a ratio, , 

between sheath speed and core speed. 

All of the above design configurations are relevant to this study. We can summarize the 

requirements for diffraction imaging of cells as: low speed flow for imaging camera to reduce 

motion blurring; low laser irradiance for avoiding cell damage; no index-mismatched interfaces 

around flowing particles to generate images with high contrast; low drift and high stability of 

core positioning because diffraction image pattern vary with focus and position of the incident 

light beam relative to the particles. In the experimental results section these considerations will 

be applied to our design of flow chambers and fluid control unit. 

 

§2.3 Light scattering by a particle 

 Light scattering by small particles is very complex subject and often modeled by various 

approximations according to different needs and precision related to measurements. Scattering is 

a result of the variations of refractive index 

within the particle and from its hosting 

medium. When a light beam of 

electromagnetic waves strikes a particle, the 

excited molecules insides the particle can be 

represented as a phased array of a large 

number of induced electric dipoles, as 

shown in Fig. 2-10. The oscillating electromagnetic field of the incident light drives the dipoles 

Fig. 2-10 Incident wavefront from left generates a 

scattered wave which is the phased sum of waves 

from each dipole. 
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to radiate and their phased sum is the resultant electromagnetic fields of scattered light. The 

phased relation among the fields by the molecular dipoles in turn depends on their relative 

positions and the scattering angles. As a consequence, the scattered light irradiance will change 

as a function of the scattering angles in space to form characteristic fringe patterns that can be 

measured as diffraction images. 

The simple case of only two possible scatter directions, forward and backward, is shown in 

Fig. 2-11. Only in the forward direction will re-radiation from any two dipoles be in phase. 

Furthermore, as the number of dipoles in the particle 

increases (particle size), their combined forward scatter 

irradiance increases rapidly. Calculations indicate that 

the forward scatter increases approximately as the 

square of the volume [Melamed 1990].  

At other scattering angles the phased sum from the 

radiating dipoles will change according to the angle 

values, generating maxima and minima in the scattering 

light irradiance distribution as the scattering pattern. It can also be shown that as the particle size 

increases the number of fringes also increases. If the number of dipoles is kept constant but the 

shape is changed then the phased sum must change. Hence the resultant scattering pattern must 

change, but in a complicated way that is very difficult to model. Fig. 4-17, for example, is an 

image we made of the scatter patterns resulting from a perfect sphere and from a dented sphere, 

the latter still having some similar fringes as the perfect sphere. 

Despite the modeling difficulty, some conclusions can be drawn. The forward scatter 

wavelets from all dipoles are always in phase independent of their relative positions. So forward 

Fig. 2-11 Depiction of wave scatter by 

particles A and B. Top wave is incident 

illumination and dipoles A and B reradiate 

in all directions. For two dipoles of 

arbitrary position, only in the forward 

direction will their phases be the same. 
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scatter will not contain information about relative positions or internal structure, and scatters far 

from forward contain much more information on internal structure. As a result, a changed 

orientation of a particle relative to the incident direction of a light beam will  change its scattering 

pattern. A biological cell has small variations of relative refractive index throughout its volume 

due to the changing polarizability of its dipoles. Since relative refractive index is close to unity 

among all of cell components for a cell immersed in a host medium of water or an aqueous 

solution, biological particles are considered weakly scattering. 

2.3.1 Mathematical description of scattering 

Consider a particle illuminated by coherent light along the z-axis as shown in Fig. 2-12. A 

detector at the point r  from origin and of coordinates x, y, z, receives scattered light along a 

direction indicated by a unit vector er. The scatter plane is defined by ez and er. The electric field 

E is resolved into components as the parallel component // //
E e  and perpendicular component 

E e  relative to the scattering plane.  

The incident electric field vector and corresponding irradiance are therefore given by 

following, respectively, 

 
// //

* *

// //

i i i i i

i i i i i

E E

E E E E

E e e

I
 (2.30) 

where the angle bracket <é> indicate time averaging. The electric field of the scattered light can 

also be resolved into two components of 
//s

e    and se  

 // //s s s s sE EE e e  (2.31) 
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The linear relationship between the incident and scattered electric field components can be 

expressed by a 2x2 amplitude matrix which describes the scattererôs effect 

 

( )
// //2 3

4 1

ik r z
s s

s s

E ES Se

E ES Sikr
 (2.32) 

 where k= nmedium/ vacuum . The four complex elements S1 to S4 yield the amplitude and phase 

of the scattered fields if the incident fields are given and thus vary as functions of r  and contain 

detailed information on the structure of the particle. 

 

 

 

 

 

 

 

 

 

We seek to define the incident and scattered light in terms of irradiances which are real 

quantities, which lead to the definition of the Stokes vector components of I, Q, U, V 

representing the light intensities related to various combinations of linear and circular 

polarizations. The Stokes parameters can be expressed in terms the electric field components as 

[Hecht 1987]  

Fig. 2-12 A particle at the origin is illuminated along the 

z direction resulting in scattered electromagnetic field of 

e components as shown. 



30 

 

    

* *

// //

* *

// //

* *

// //

* *

// //

I E E E E

Q E E E E

U E E E E

V E E E E

     (2.33) 

The relationship between the Stokes parameters for incident and scattered light are given by the 

Mueller scattering matrix which again describes the scattererôs effect  

11 12 13 14

21 22 23 24

2 2

31 32 33 34

41 42 43 44

1

s i

s i

s i

s i

I S S S S I

Q S S S S Q

U S S S S Uk r

V S S S S V

   (2.34) 

Different from the amplitude matrix elements, these sixteen matrix elements are real quantities 

and also vary with r  and the wavelength of illumination, containing information on the refractive 

index distribution throughout the particle. 

Fraunhofer diffraction model provides a method to extract structural information from the 

diffraction images of a planar object. The spatial frequency of various features in an image, 

computed by their Fourier transform, displays as low frequencies towards center and high at 

edge. For example Kopp and Pernick [Kopp 1976] produced Fourier transforms of slide sections 

of human cervical cells.The malignant cells images had chromatin distributions of higher spatial 

frequencies than normal cells. Other similar studies have been reported [Rozyzck 1982, Seger 

1977]. A problem in this Fraunhofer diffraction application is that any small stray object in the 

object plane will produce the high spatial frequency signal. Also if scattered light passes through 

a lens, then lens itself distorts pattern received. The placement of a particle in Gaussian 

distribution beam off-axis will result in a large change in the small angle scattering. [Pernick 

1978] 
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Mie theory provides an exact solution of the vector wave equations of electromagnetic fields 

for a homogeneous sphere placed in the path of light and in this case Eq. (2.34) reduces to 

11 12

21 22

2 2

33 34

34 44

0 0

0 01

0 0

0 0

s i

s i

s i

s i

I S S I

Q S S Q

U S S Uk r

V S S V

   (2.35) 

This study has used Mie calculation software for comparisons on Latex spheres and on spherical 

biological cells. Brunstig applied the coated sphere model to Chinese hamster cells with good 

results [Brunstig 1972]. Mie theory can also be applied to non-spherical spheroids of revolution 

if their aspect ratio is not too large [ref]. 

2.3.2   Light scattering in flow cytometry  studies 

Forward and side scatter 

Particle discrimination on the basis of forward light scatter can be useful under certain 

conditions. For angles between 0.5
o
 and 12.5

o
, Steinkamp [1973] showed that the scattered 

irradiance by polystyrene spheres varies by diameter cubed from 5.8um Ą 10.5um; varies by 

diameter squared for over 10.5um; and has a decreasing dependence over 12um. Most notable 

about these measurements is that, by changing optics from a simple lens of 150mm in focal 

length to a pair of crossed cylindrical lens, the relations between scattered irradiance and sphere 

diameter became significantly different. Thus the measurement of scattered light was not 

independent of the incident beam profile due to different optics used, which is not a desired 

situation if one is interested to invert the structure of particle from scattered light measurement. 

For biological cells, Julius [1975] showed that live and dead murine thymocytes could be 

differentiated by scattering signals between 1
o
 and 10

o
. The live cells, though of the same 
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geometric cross section as dead cells, scattered more light. The mechanism for this is that the 

broken walls of dead cells allow interchange of cytoplasm with the hosting medium, causing a 

decrease of relative refractive index. Another mechanism for reduction in dead cell refractive 

index was shown by Braylan [1982] to be associated with cell shrinkage. At the forward 

direction of 0
o
, lost irradiance is the result of absorption and scattering loses, and can be useful in 

cell discrimination. 

Another discrimination tool is in the relation of small angle forward scatter (FS) to the side 

scatter (SS) along the directions perpendicular to incident light. Salzman showed that 

subpopulations of leucocytes could be differentiated on the basis of ratios between FS and SS 

measured simultaneously. Note that the mechanism for this discrimination is not fully 

understood. Visser [1980] performed FS-SS coincidence measurements on red blood cells, 

swollen compared to limp. He was able to discriminate between them based upon the 

smoothness of their surface, the SS being more sensitive to shape than FS. Dubelaar [2006] 

showed that SS was more sensitive than FS to inside change of refractive index induced by 

putting air into bacteria vacuoles. 

Note that in most of the above cases, discrimination between cells is essentially the issue of 

gross size or averaged inside gradient of refractive index. Except for the study by Visser, 

subcellular features are not displaying based upon the angularly integrating detectors located at 

0
o
, 90

o
, and some small forward angles of 2

o
 to 12

o
. 

Angle-resolved measurement of light scattering with a flow cytometer 

Various methods have been tried to measure angle-resolved scatter from a single cell. Full 

scatter information of a non-spherical particle requires irradiance measurement at all scattering 

angles in the polar ( ) and azimuthal ( ) directions as shown in Fig. 4-8. Dif fraction images of 
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droplet in air have been acquired and studied by laser levitation [Ashkin 1981]. The optical 

trapping of the droplet allows its isolation from nearby optical interfaces and acquisition of high-

contrast images. 

Salzman [1975] arranged a 32-photodiode ring concentrically to detect scattered light at 32 

values of  from 0
o
 to 30

o
. Larger rings for larger angles compensated for rapid irradiance drop-

off with increasing  number of high correlation cell discrimination studies which were 

obtained by  integrating over the  azimuth angle Ludlow [1979] used a similar design with 177 

optical fibers each receiving scatter at a different angle and all detected sequentially by a single 

PMT. Bartholdi [1980] used an ellipsoidal mirror to pass scatter onto 60 photodiodes 

simultaneously, yielding 60 readings from 4
o
 to 356

o
 but only one azimuth angle. 

Loken used large-cross-section laser beam to generate scatter for extended travel time, 

detecting with a single but at increasing angle with particle travel. This arrangement assumes that 

particle does not tumble or deviate from a straight line during detection period. 

Maltsev [Maltsev 2000] developed the fl ying indicatrix method to measure light scatter at 

multiple values of the polar angle  with integrated over the azimuth angles,  (Fig. 2-13A). 

This was done by streaming particles along the axis of an ellipsoidal mirror coaxial with a laser 

beam axis. Scattered light intercepted by the mirror is focused through an aperture and thence to 

a PMT. The geometry is such that the detector output is a plot of integrated scatter as a function 

of  as the particle moves along the laser axis. It is necessary for only one particle to be in laser 

beam at one time. All of the above angle-resolved detection schemes only generate angular 

scatter measure at fixed or integrated values of azimuth angle . This of course is due to the use 

of point detectors around the scattering particle. Mitigating this by stretching time (and space) 

period of observation puts greater constraints on the particle flow or throughput of processing. 
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To record all possible angles simultaneously means one choice: use of a very sensitive imaging 

detector.  This approach, however, requires a longer signal acquisition time for exposure 

reduction or elimination of the optical noise due to the index-mismatched interfaces close to the 

scatterer. 

Several recent experiments have addressed these problems, some of which are illustrated in 

Fig. 2-13 and Fig. 2-14. A study on angle-resolved scattering of aerosol particles, [Aptowicz 

2005], sidestepped the difficulties of flowing cells by imaging airborne spheres and biological 

cells (spores). Because of the much reduced density and viscosity of gases, a gas stream can be at 

the focal point of a nearby lens without the intervening space slowing the stream or causing 

turbulence. Thus there is no need for a flow cell wall and its attendant optical complications. The 

targetsô scattered light passes straight to a collecting lens and an intensified CCD (ICCD) camera. 

Results showed light interference patterns with some regularity of size and orientation in the 

diffraction images. Of course this approach cannot have wide applicability for most biological 

cells which must remain in aqueous solution to be viable.  If they are trapped in a spherical 

droplet in air, then the surrounding air-water interface make its scattered light pattern useless for 

extraction of structural information about the cell. 

Angle-resolved measurement of scattered light by cells in suspension has been done by 

Neukhammer [2003]. The flow cell used was a 250um square microchannel chamber made of 

glass and the biological cells were hydro dynamically focused into its center at flowing speed of 

several meters per second. A laser beam of 1.3W in power and 488nm in wavelength was 

focused on the flowing cells with microscope objective and a second objective collected the 

scatters near 90
o
. With a focused beam of 20m in diameter excitation beam, the average flux is 
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4x10
9
 W/m

2
.  The scatter signal was passed to an ICCD camera. Images similar to Aptowicz 

were obtained of blood cells and other particles which are quite noisy and of low contrast. 

 

 

 

 

 

 

 

 

 

 

 

 

 

 

 

 

 

 

Fig. 2-13 Evolution of scatter imaging designs.  Upper left, the original Coulter counter generates a 

pulse as particle changes field impedance between orifices [Coulter 1953]. Upper right, forward light 

scatter (FLS) and perpendicular light scatter (PLS), [Visser 1980]. A PMT detector gives pulse size 

proportional to integrated solid angle. Middle left, a slide contains either dried and flattened cell or a cell 

falling slowly in viscous fluid [Orvyn 2000], [Seger 1975]. Radial and angular information is collected 

by microscope camera, not a flowing system. Another variation is to use holographic video microscope 

and digital processing [Cheong 2009].  Middle right, a 360
o
 array of detectors in plane of laser picks up 

scatter as a function of q, but all at only one azimuth angle, [Salzman 1975, Bartholdi 1980]. 

Bottom, a flying light-scattering indicatrix configuration in which particle and laser are coaxial. As 

particle travels along mirror axis, q progresses from 20
o
 to 160

o
 and PMT generates output accordingly 

[Maltsev 2000, Loken 1976]. Azimuth scatter, however, is integrated. 
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A much less expensive design was tested using a microfluidic design and a simple CCD chip 

[Su 2008]. The concept is to inject a laser beam coaxially into the flow channel as a waveguide 

and then place a CCD camera directly against the side of channel through an optical window. No 

lens is used although a microscope is necessary for alignment purposes. This, however, is only a 

flowing system when placing the particle into the focusing volume at which time the particle is 

temporarily immobilized for image acquisition. An instrument developed by [Z Wang 2004] is a 

miniaturization of a conventional flow cytometer on a microfluidic chip. A very small lens 

focuses laser beam, from an integral waveguide, onto particle in microchannel. Nevertheless the 

side scatter signal, received by a microscope objective against the chip, is too weak for imaging 

detection but a PMT was used for pulse signal detection instead of an image. 

 

CCD

ICCD

Fig. 2-14 Recent designs giving full angle resolved scatter images.  Left: configuration uses quartz flow 

cell with square, 250um cross section and intensified CCD chip [Neukhammer 2003].  Right: design uses 

flow cell as a waveguide and CCD chip directly against flow cell wall without lens [Su 2008]. 
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Summary of scatter imaging optical configurations 

It is useful to bring together the various designs and their limitations to clarify how 

considerations of different factors compete for a useful instrument design for our study. Fifty 

years ago the number of detectors started with one PMT for signal detection at a single 

wavelength and one polarization. With one detector for FS, reflections and refraction of incident 

light by nearby interfaces is not a big concern since the scattered light signals is integrated over a 

selected solid angle. The SS signal at 14mm from target is about one ten billionth of incident flux, 

so when a second detector is added only a small fraction of optical noise from FS will result in 

saturated SS detectors. Furthermore, much more excitation irradiance is necessary for a 

reasonable SS signal. A high excitation flux is unacceptable for study of biological cells due to 

possibility of damage. For imaging detection, any nearby interfaces or particles can lead to 

significant scattered light noise that is unacceptable for high-contrast image acquisition even 

though it is tolerable for angle-integrated detection. If the noise-causing interfaces are far from 

the targeted cell then imaging noise is greatly reduced, but particle trajectories in core flow 

stream could become unstable. A reduction of particle speed allows longer image exposure time 

but at some point low particle throughput reduces instrument usefulness. By making diameter of 

sheath flow large, the stability of core improves but such a large volume of fluid to dispose of 

could pose a difficulty. For very small flow rates the inside of the core fluid injector tube will be 

clogged by particles adhering to its wall. A smaller inside diameter for the core fluid tube will 

reduce adhering to wall by speed increase but the probability of clogging at tube entrance 

increases. 

An example of these design challenge has been discussed in the instrument design of the 

Neukhammerôs report [2003]. It required an incident laser beam power several hundred times 
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greater than the systems reported by Su et al. [2008] or by our instrument [Jacobs, 2009a, Jacobs, 

2009b].  In addition, an intensified CCD camera has to be used for the very weak side scatter 

signals for imaging and the diffraction images appear to be of reduced contrast perhaps because 

of the presence of chamber walls 125um away from the particles and of low resolution because 

of the ICCDôs microchannel plate. The imaging study reported by Su et al. [2008] used not only 

a much lower power laser but an inexpensive CCD camera. Nevertheless these images are of 

considerable low contrast because of, presumably, the imaging noise from the spurious scattering 

of the incident laser beam by wave guide. 

 

§2.4 Review of diffraction imag ing of biological cells 

 In the late 1970ôs (at the Battelle-Frankfurt Research Center) large numbers of diffraction 

images of biological cells were recorded and submitted to  data analysis software with the idea of 

connecting cell morphology and biology with its associated diffraction image [Seger 1977]. 

These images were acquired from a dried cell plated on a slide with the forward scattered light 

imaged through a microscope. A later improvement was to embed the cell in immersion oil so 

that the relative refractive index between nucleus and cytoplasm was comparable in magnitude to 

that between the host medium of oil and the cytoplasm. Signals were digitized in a polar plot 

with the radial variable R expressing the polar scattering angle  and angular variable the 

azimuth scattering angle  Combined with the work of Genter [1978] they were able to 

correlate certain cell characteristics with the dominant frequencies in the polar plot of the 

scattered light irradiance. Cell size can be determined from the image components of high 

frequencies, nuclear diameter from those of lower frequencies, and granularity (nuclear 

substructures) from those of lowest spatial frequencies. Their conclusion was that these wave 
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frequencies expressed themselves over all scattering angles. However, these polar plots show 

that radial irradiance for granular and coarse cells suggest that a cell with fine granularity has its 

peak intensities shifted to high range of scattering angle But the standard deviation of this shift 

looks to be so large that categorizing a cell on this basis would not be accurate .

In 1985, Steen et al. were able to conduct a more specific imaging study on cell components. 

He used histograms of peak angular irradiance of blood cells over a range of  from zero up to 

125
o
 to correlate the angle with cell characteristics. Cell diameters of 10 to 30um, and nuclear 

diameters of 3 to 10um, expressed most scatter in angles <10
o
. The presence of mitochondria 

(long dimension 1-4um and small diameter 0.2-0.5um) dominated scatter in the range >13
o
. 

Presumably lysosomes (0.2-0.5um), Golgi apparatus, endoplasmic reticulum and cytoskeleton 

will be most visible at larger scatter angles.  

In another study [Mourant 1998] the researchers used a goniometer to examine cell 

suspensions. The model used was of a cell as a distribution of various sized spheres, to be 

analyzed with the Mie theory. They used goniometric results to determine the angular 

dependence of scattered light, P( ), and the reduced scattering coefficient and compare them 

with modeling results . The conclusions were that most scatter is from inside the cell and 

progressively smaller structures (as spheres) would yield scattered light over progressively larger 

scattering angles. A similar study by Drezek et al. [1999] also was done with cell suspensions 

and a goniometer. Careful study of angle-resolved scattered light irradiance for cells of different 

parameters (e.g. nuclear diameter, refractive index of organelles, collagen orientation) was done 

both experimentally and using the Finite-Difference-Time-Domain (FDTD) model. They showed 

that these cell parameter variations result in corresponding variations in scattering pattern but, 

most notably, the variation is small. Thus any instrument that would diagnose cells will need to 
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be both sensitive to the structural variations and yet allow for cell variability in a suspension 

sample. 

The angle-resolved scattering measurement with an imaging camera for single cells in flow 

by Neukhammer et al. [2003] was able to allow the determination of sizes of spherical cells and 

also to see a difference between native and sphered red blood cells. Apparently the very high 

speed of flow through, low resolution of ICCD camera, and perhaps imaging noise from 

interfaces around a flowing particle resulted in such low contrast images that no other 

conclusions about biological cells could be made. 

Although the study by Aptowicz et al. [2005] is only applicable to aerosols, it is useful for 

correlating the variability of patterns in the acquired images to the structure of the imaged 

particle. Essentially the number of bright ñislandsò by strong light scatter and their eccentricity 

and relative alignment along their long axis correlate strongly to the gross size of the particle but 

weakly for internal structures. 

Wilson et al. [2005] reported that using scatter analysis of mitochondria suspensions the 

change in size or surface material of these organelles induced by photodynamic therapy 

treatment (PDT), could be detected. Applying the coated sphere model to mitochondria before 

and after treatment revealed an increase of the scattered light toward larger polar scattering 

angles. Again, the shift is small and would be very difficult to detect in single cells. Su et al. 

[2009] applied a FDTD model to simulate light scattering variation due to the mitochondria. In 

this case it is the aggregation of mitochondria either to the nuclear membrane (healthy) or 

randomly throughout the cell (cancerous) that generates a change in angle-resolved scattered 

light distributions. This change correlates with a reduction in scattered light irradiance at smallest 
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scattering angles for cancerous cells. Since this is a simulation, it remains to be seen whether the 

abundance of noise in an experimental study would conceal this signal.  

An instrument has been developed to measure the spectral polar angular (both polar and 

azimuthal), and polarization dependence of the backscattered light from living tissue [Kim 2003]. 

Using this instrument Yu et al. [2006] measured the azimuthal light scattering spectra of 

epithelial cells.  They report an asymmetry of the scatter between 0
o
 and 180

o
 in azimuth angle. 

This asymmetry does not appear in non- cancerous epithelial cells, suggesting that, by measuring 

the scattered light distribution in a full  angular range of 360
o
 in both polar and azimuthal angles 

more cellular morphology information could be revealed.  
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Chapter 3  Development of flow units and chambers   

The development of a diffraction imaging flow cytometer was initiated by building a fluid 

handling unit to investigate different flow chamber designs. Two requirements related to imaging 

flowing particles necessitate a series of changes away from conventional flow cytometer designs. 

One is that image acquisition requires a longer time than what is needed using light integrating 

detectors, so the particles to be interrogated must move much slower. The other requirement is 

that one must eliminate or significantly reduce corruption of the scattered light signal caused by 

index-mismatched interfaces close to the imaged particle. This chapter presents the evolution of 

system designs for meeting these requirements. 

 

§3.1 Fluid pump unit  

General design considerations 

To achieve the goal of low flow speed, tubes and channels of small diameters must be used 

for fluid transport, and consequently the ultra low rate of particle suspensions flow generate 

serious, and frustrating, operating problems. Core flow rate must be in the range of ~10
-4

 L/s in 

order to achieve a flow speed of 1-10 mm/s with a core diameter of 10 to 20m. Flow at this rate 

means that a leak in the plumbing that drains away core fluid can take an hour to appear as a 

barely visible drop, yet that drop indicates complete failure of the hydrodynamic focusing system. 

Keeping all external plumbing surfaces clean and dry is critically important in construction of the 

fluid system, allowing easy spotting of even very small drops, and hence leaks.  

Gas bubbles create flow blockages or oscillations and also produce optical noise if they 

intercept an optic path. Surface tension forces and adhesion of a bubble to wall are remarkably 
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difficult to overcome by pulsing of the fluid stream, often forcing total disassembly of plumbing. 

To reduce formation of gas bubbles, a well-designed flow handling unit needs to have 

strategically located gas escapes. Also necessary are valves and injectors to allow fluid 

changeover in the system without draining the tubes, so that once assembled and filled with 

water no air enters again. One can also reduce bubble formation by using degassed water and/or 

using alcohol to change bubble surface tension [Crosland-Taylor 1953]. 

Contaminating particles in the fluids are very harmful to precise control of fluid flow since 

they will not only snag in a small diameter orifice such as a focusing nozzle but also adhere to 

inner walls of tubes and cause blockage by progressive accumulation. Even without these 

contaminating particles a suspension of very high particle density can lead to clumped particles 

being imaged instead of single particles as is assumed. Their scattered light signal can preempt 

the triggering pulse height discriminator, which is set for single particle scatter pulses. At the 

other extreme some impurities are colloidal in size range, such as bacteria or growth medium 

components. These generate a background aura which reduces image contrast. Pure fluid sources 

and in-line filters can eliminate some of these problems although unavoidable broken cells and 

released cytoplasm will generate optical noise. Clumping of the sample particles depends upon 

surface chemistry and agitation of the sample in reservoir. Stirring issues are addressed further 

below. 

Clogging of tubes or orifices in the fluid handling unit is a common problem. Protocols for 

producing clean suspensions of non-clumping cells are available but the probability of failure 

cannot be reduced to zero. Filters are commonly used but are not perfect, since they must permit 

sample particlesô passage.  The system should be designed and constructed for easy disassembly 

and cleaning, which is nevertheless always time consuming. Microfluidic flow cells that are 
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disposable represent an alternate solution, although their functionality is presently limited. A 

possible quick solution is vibration or generation of a reverse or forward pulse of fluid, core or 

sheath fluid, to break a clog loose. A disadvantage is that data acquisition can be disrupted and/or 

that weak plumbing can sprout leaks under the high pressure.  

Even if the core stream is narrow enough to contain only one particle at a time, the stream 

itself can drift about relative to the interrogating light beam and/or microscope focal plane. When 

this occurs the diffraction image pattern changes dramatically, unlike the case of non coherent 

imaging in which the image merely blurs and changes size. Thus an optical design that allows 

independent adjustment of the focus of interrogating beam and of the microscopic imaging unit 

is essential for image acquisition. For these experiments, sheath and core fluids need to be of 

very low flow rates, of known and controllable values, and free of pulsations. In addition the 

core fluid, containing suspended particles, must not lose its contents to wall adhesion or orifice 

clogging on its way to the optical interrogation point. 

Early pump units  

Several pumping systems have been designed, built and tested. The first one, shown in Fig. 

3-1, is based on a Becton-Dickson FACS system developed in the early 1980s. It employs 

pressurized nitrogen gas with a 15 psi sheath regulator and a high sensitivity differential 

regulator to float core pressure to within a fraction of 1 psi (7 kPa) below the sheath pressure. 

After initial tests it became apparent that the flow speeds were too high for our imaging 

acquisition. 

Therefore a hybrid system was developed. It uses a pressurized reservoir for sheath fluid and 

a single syringe pump for the core fluid, as illustrated schematically in Fig. 3-2. A geared 

variable speed DC motor with belt final drive to a lead screw gives smooth reproducible volume 
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control of sample. An in-line syringe stirrer was designed and built and positioned at the output 

(top) of sample syringe (see Fig. 3-3). While this design was effective, it was not capable of 

measuring and controlling the ratio between the sheath and core fluids. 

 

 

 

 

 

 

 

 

 

 

 

 

Three channel syringe pump 

A three-channel syringe pump unit was built, as seen in Figs. 3-4, 3-5. Variable speed DC 

gear motors drive multi-ratio spur gear transmissions which in turn push syringes, using lead 

screws and translation shafts equipped with linear ball bearings. Minimum syringe travel speed is 

10
-6

 mm/s, which yields flow rates, depending upon syringe diameter, from 70L/s down to 

Fig. 3-1 The pressure control unit with 

Psheath held constant by a regulator 

Regsheath . A smaller pressure Psample is 

applied to the core with sheath-core 

difference ( P) controlled with a 

precision regulator RegP. Flow is 

stabilized by 200m I.D. fluid 

resistors. Obstructions in focusing 

nozzle are dislodged by water pulses 

(Purge). 

Fig. 3-2 Syringe pump 

with servo motor driving a 

lead screw. Drive is 

through a rubber belt and 

flywheel for smooth 

motion. 

Fig. 3-3 Mechanical stirrer 

inside the driven syringe (at 

bottom) filled with sphere 

suspension. Small impeller at 

top of syringe is motorized 

through O-rings. Sphere 

suspension flows out through 

left side channel.  
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4x10
-5

 L/s, a dynamic range of over 10
6
. With this system, the lowest flow speed for a core 

stream of 5um diameter results in a 0.1 mm/s flow speed if a 0.5mL syringe is used. If a high 

gear ratio and large syringe are used it allows high sheath flow rate that is necessary for the 

submerged jet flow chamber, to be described in next chapter. The third channel can be used for 

possibly pumping a second sheath such as for coaxial jetting into a chamber, or for cascaded 

hydrodynamic focusing [Kummrow 2009]. 

Fig. 3-5 shows the complete syringe pump unit with the electronics at top. Optical encoders 

allow motor speed readout which, with transmission ratio, establishes flow rates. The entire drive 

assembly is mounted in a large motor driven yoke, creating a rocking motion intended to prevent 

particle settling in the sample syringe. However it was found that this rocking motion was not 

sufficiently vigorous to prevent settling. 

Because the rocking motion was ineffective a second approach to keep particles from 

sedimentation or clustering was to build a magnetic stirrer drive coaxial with the sample syringe 

with a magnetic impeller inside syringe. This is a complicated device and difficult to clean. And 

in any case the long tube from the syringe pump to the flow chamber would still occasionally 

trap particles. This is because a core velocity of 1 to 10 mm/sec corresponds to a fluid velocity in 

the supply tube (diameter~500m) approaching to the gravitational settling velocity of 25 micron 

spheres. The terminal velocity of a sphere settling in a fluid can be estimated as [Batchelor 1967] 

 

2

min

4 / 3

6

sphere

ter al

g r
u  (3.36) 

So a 25um latex sphere drifts downward at 19um/s, a m sphere at m/s, biological cells 

should be around half of that speed ( latex = 1.05, biol .= 1.025). Note that most flow cytometers 

http://www.citeulike.org/user/ImranRaoufMalik/author/Kummrow:A
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employ core fluid flow speeds ranging about 1000 times greater than the above values, so 

settling inside the feed tubing is a much less severe issue than ours. 

 

 

 

 

 

 

 

 

 

 

 

 

§3.2   Flow Chamber Designs 

The conventional design of flow chamber in a BD FACS system  

The first effort of our cytometer study was performed with a commercial Becton-Dickinson 

(BD) jet in air nozzle connected to a fluid control unit supplying a 15psi sheath fluid and 0.5psi 

differential regulator for the core fluid.  The BD nozzle uses a precision machined core injection 

tube of 500um I.D. and a press-on 100um jeweled orifice at the end of a ¼ inch long accelerating 

Fig. 3-4 Above is schematic of the three-channel 

syringe pump. Optical tachometers on high speed 

end of gear motors provide measure of Q. ñGas-

tightò glass chromatography syringes are mounted 

on linear bearings and driven by lead screws. 

Fig. 3-5 The three-channel syringe pump. Entire 

drive assembly (at bottom) undergoes rocking 

motion to keep suspensions from settling and is 

tilted up when removing bubbles. 
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Fig. 3-6 A BD flow cytometer injector and nozzle with 

80 m I.D. sapphire orifice in the apex of the nozzle. Core 

fluid enters the furthest left tube and has a carefully 

machined tip on other end. Other two tubes are for sheath 

fluid and de-bubbling.  

cone tube, as displayed in Fig. 3-6.  Note that the nozzle is tapered steeply, reducing the diameter 

of orifice from 5000 m to 50 m over a distance of 5mm. Acceleration of cells at injector tip can 

be several thousand gôs [Van Dilla, 1985]. 

Acquiring a finely focused core fluid 

with dye in air is straightforward, but a 

minimum velocity, Ȋ, is required for a 

laminar jet to form in air. This is because 

the rate of energy into the nozzle orifice, 

of radius a, must be greater than the rate 

of surface energy necessary to form the 

new jet surface, (Melamed, 1990).  A fluid of density  and relative surface tension  will 

therefore require a minimum velocity of  

 

1/ 2

2
2

2
u

a
 (3.37) 

For a m diameter orifice this corresponds to a velocity of 2.3 m/s., typical for many 

commercial instruments but 10
3
 times faster than our requirement of ~2mm/s for imaging. The 

laser used was a 0.5mW HeNe laser. In addition to being too fast the cylindrical jet also acts as a 

thick lens in air. This lens effect distorts the incident laser beam from a Gaussian profile and also 

creates a distorted scattered light distribution, a problem for an imaging detector. In an effort to 

eliminate scattering of an excitation beam by the jet-in-air design, a differently shaped nozzle 

orifice has been reported which uses a square or triangular cross section (Eisert 1981). This 

creates a jet stream with optically flat-surfaces in air. Aside from the fabrication difficulty, it 

could not be used here because of the requirement for higher jet velocities.  
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Fig. 3-7 Components of a casting system (top) built for fabrication 

of micro fluidic channels in PDMS flow cell (bottom).  

Coax flow cell with circular cross section in Plexiglas and PDMS 

Therefore the FACS design of the flow chamber was abandoned in favor of a chamber which 

progressed through several design improvements to reduce particle speed and eliminate optical 

scattering noise.  As shown in Fig. 3-7 a casting block was made of two mating sides that were 

clamped together, filled with elastomer, and then opened after 36 hours. Inside surfaces of 

casting block are glass lined to create an optical surface in PDMS casting. An 8 mm glass rod 

was softened, tapered down to 

0.15mm and suspended within the 

casting block. Removing the rod 

from cured PDMS without 

breaking requires a special 

technique. As seen at bottom of 

Fig. 3-7 the assembled flow 

chamber is the clear rectangular 

bar (with channel inside) 

extending from brass injector assembly at center to brass clamp at left. 

The first microchannel flow chamber was fabricated by casting Plexiglas around a drawn 

glass rod. The rod was drawn down to 200um diameter and coated with release compound. This 

proved unsatisfactory because the release compound generated optical distortions in the channel 

wall cast against its surface. Polydimethylsiloxane polymer (PDMS) was then chosen and cast 

around 100um diameter stainless steel wire to form a microchannel. This channel was spliced via 

a hypodermic tube into a tapered channel made from drawn glass, and sheath and core were then 

injected into large end of resulting tapered cavity. It was found that drawn wire has striations 



50 

 

Fig. 3-8 A flow chamber with a laminar 

flow inside its microchannel. Core fluid is 

blue dyed within the sheath of water-

glycerol solution and whose index is 

matched to the channel. Just around top of 

injector the cone shaped channel inner 

walls (arrow) are barely visible. 

caused by the die used in its fabrication. These in turn generate unacceptable marks and 

distortions in the micro channelôs optical surface.  

To cast PDMS it is necessary to remove bubbles entrained by the mixing process in order to 

capitalize on its optical properties. Vacuum degassing of the mixed polymer was unsatisfactory 

because toluene, an ingredient in hardener, would 

evaporate along with air, generating lingering bubble 

foam. The most efficient way was to use a shallow 

casting form, ~1-2cm, and then bubbles will drift to 

surface in less than the 24 hour setting period, leaving a 

clear, undistorted optical medium. One disadvantage is 

that any fingerprint, dirt, soap etc. permanently mars 

the surface of PDMS.  

The next flow cell was made by a single casting 

around a drawn round glass rod which in turn was 

suspended in 1cmx1cmx10cm glass casting container. 

PDMS has very good release properties and forms an optically flat surface against glass. With 

special techniques, glass of diameters as small as 100um can be removed from a cast PDMS 

block. The BD injector was pressed into the PDMS base in the place where the large end of the 

glass casting rod had left a cavity, designed to be undersized relative to the injector diameter. A 

tight fit was thereby formed around the injector. As a result of the compliance of the PDMS 

block, smooth, if unpredictable, curves for the sheath and core acceleration zone were formed 

and are faintly visible in Fig. 3-8. 
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Water-glycerol solution as index matching medium 

The sample fluid chosen was water with 25m spheres suspended. Sheath fluid was a water 

glycerol mixture adjusted to match the refractive index between PDMS and water sample. A 56% 

by weight glycerol solution has a nominal refractive index nD of 1.406, viscosity  of 6 mPa-s, 

and density  of 1.15 g/cm
3
. PDMS refractive 

index is listed as n=1.406. A number of 

experiments were performed to use the index-

matching technique as a means to eliminate 

scatter, reflections, and distortions from the 

sheath-channel interface close to the excitation 

beam. Fig. 3-9 shows the light scattering 

occurred at the fluid-to-channel-wall interface. 

It was found however that index-matching 

could not be perfectly realized. The residue 

index mismatch for the interface of very large curvature coupled with high irradiance of a 

focused laser incident beam can still cause considerable scattering noises in the acquired images. 

Fig. 3-10 shows clearly that the PDMS channel-sheath interface continues to cause scattered 

light even though the matching fluid was progressively stepped through the refractive index 

range of the polymer walls. A step change of 0.1% in glycerol content, in the concentration 

vicinity of 56% glycerol-water mixed solution, corresponds to a 10
-4

 change of nD and did not 

eliminate the scattered light noise. Another possible cause of scattering noise could be due to 

particles adhering to the inner surface of the PDMS microchannel. Note that the side scattered 

Fig. 3-9 Scattering at PDMS interface by laser 

from left. Flow chamber contains index matching 

fluid with wall. Sphere diffraction is also visible. 

Diameter of the channel: 200um. Its walls are 

visible as vertical lines on right and left sides and 

scattering is at these interfaces. Laser beam is from 

right. 
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light signal around 90
o
 to the incident laser beam is very weak and any residue index mismatch 

can lead to considerable scattering noise in the images measured by a CCD camera. 

 

 

 

 

 

 

 

 

 

 

It has been reported that optical sensing in microfluidic chips made with PDMS material can be 

improved by altering the hydrophobic surface property of PDMS for biological interactions, 

particularly adhesion, inhibit free flow [Hillborg 2000]. 

Sheath fluid density considerations in microchanneled chambers  

The initial testing of this flow chamber design was in a horizontal position. At the low flow 

rates necessary for imaging, the lower fluid density would cause the core fluid to divert from the 

expected central position, floating toward the channel sides. If the flow chamber was 

repositioned on a vertical axis then the core fluid buoyancy would enhance flow characteristics, 

meaning a smooth, laminar flow focusing down to a small core diameter. Furthermore the 

 Fig. 3-10 Images of a 200m diameter round PDMS channel filled with water-glycerol solutions of varying 

concentrations. Channel walls are seen as dark lines at very far left and right edges. Vertical bright lines are 45
o
 

reflections from curved surface of channel. Concentrations (by weight) in images from upper left to right are 

51%, 54%, 57%, 60%; from lower left to right  63%, 67%, 72 %, 72% w/ 25m sphere. Laser beam is incident 

from right.  Scattering is not be eliminated at any concentration. 


